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Abstract 
Present scanning electron microscopy (SEM) line-
width measurement systems, although "state of the art", 
require better defined techniques in deriving operating 
parameters for precision measurements. Experiments 
were performed to check techniques used on cleaved and 
uncleaved specimens, void of conductive coatings to ob-
tain optimum SEM operating parameters, and the varia-
tions in results due to changes in system operating con-
ditions. In addition, a method was devised to select and 
use different calibration standards and evaluate SEM 
linewidth measurement systems. 
Key Words: Dimensional metrology, linewidth 
measurement, scanning electron microscopy. 
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Introduction 
In order to monitor processes used to fabricate 
present day integrated circuits, certain measurements 
must be made with a high degree of precision. Mini-
mum feature sizes, known as critical dimensions (CD), 
must be maintained to insure proper device operation. 
Prior to dicing, the wafer must remain intact during 
inspection and/or measurement because the wafer must 
be returned to the fabrication process. Further, no 
additional coating on the surface of the wafer to aid 
inspection and/or measurement is allowed, since this 
would destroy the device. Different techniques were 
empirically checked in performing these measurements 
using a scanning electron microscope (SEM) [10, 26, 51] 
with an attached or integrated measurement system [17, 
33, 39, 40, 49, 51]. The main reason for using an SEM 
for measurement and/or inspection of structures on 
devices at high magnifications is due to its high spatial 
resolution. Although alternative techniques may be used, 
after experimentation over several years, the techniques 
described in this paper were found to be adequate for 
precision measurements. The intent of this paper is to 
present the techniques and the results from using these 
techniques and not a new theoretical approach or a 
newly invented or patented instrument. 
The SEM basically operates in the following man-
ner. A focused beam of electrons is scanned across the 
surface of the specimen. The interaction of the electron 
beam (e-beam) with the specimen produces a variety of 
detectable electrons [20]. Among these electrons pro-
duced by the interaction are those of low energy, known 
as secondary electrons. A detector composed of an elec-
tron collector, scintillator, light pipe, and photomulti-
plier tube can be used to detect these secondary electrons 
[ 11, 59]. The signal from the detector is then used for 
such purposes as providing a magnified image of the 
specimen for analysis or by the measurement system as-
sociated with the SEM to make CD measurements. A 
plot of the electron [SE, backscattered electrons (BSE), 
etc.] intensity versus electron beam position along a 
horizontal line on the specimen is referred to as the line 
intensity profile. 
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Figure 1. Micrograph of a cleaved specimen, tilted at 
45 (Fig. la) and 90 (Fig. lb) degrees. The specimen 
contained photoresist structures used for calibration 
purposes at a given step in the processing of semi-
conductor devices. 
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Figure 2. Ratio of secondary electron yield, (number of 
electrons emitted from the specimen surface versus the 
number of electrons impinging on the surface) sigma, 
plotted on Y-axis versus primary beam energy (keV), 
X-axis. 
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In order to obtain high prec1S1on measurements 
using a low voltage (0.5-5.0 keV) SEM, certain tech-
niques can be used to enhance the performance of the 
measurement system. In an attempt to elaborate on the 
different techniques we employed during the measure-
ment of structures, this paper is divided into the 
following major topics: 
1) Optimization of SEM Operating parameters. 
2) Selection and use of calibration standards. 
3) Evaluation of the SEM measurement system. 
4) Measurement Procedures. 
The last item listed above will be covered by list-
ing the necessary steps in obtaining precision measure-
ments. These steps are listed according to their degree 
of importance as determined by the author over a period 
of several years in performing the work which serves as 
the basis for this paper. Items I, 2, and 3 require a 
more in-depth discussion and thus will be covered in a 
more elaborate fashion. 
Optimization of SEM Operating Parameters 
Semiconductor measurements are typically made 
at comparatively low accelerating voltages (0. 7- I. 5 keV) 
on uncoated specimens to avoid or reduce charging [6, 
12]. This causes the SEM operating parameters to play 
an even more critical role in obtaining precision meas-
urements. In our experience, some of the operating pa-
rameters affecting precision measurements at low accel-
erating voltages are: accelerating voltage, working dis-
tance, angle of incidence of thee-beam on the specimen 
surface (tilt), focus, electron beam diameter, magnifica-
tion, contrast and brightness setting, specimen alignment 
with respect to the direction of the scanning e-beam, and 
detector location. Some of the effects these parameters 
can have on measurement are described below. The use 
of a conductive coating aids in dissipating surface charge 
[12, 37, 38] and improving the signal derived from the 
detector, especially when thee-beam is scanning at the 
point of fracture (Figure lb) with the specimen at 90 
degrees tilt. 
Accelerating voltage 
Selection of the optimum accelerating voltage is 
critical for precise measurements. Ideally, for an opti-
mum signal to noise ratio it is desirable to generate the 
maximum number of detectable secondary electrons. 
The emission of secondary electrons varies with material 
[ 18, I 9], accelerating voltage, and surface topography 
[20-22]. There is a secondary electron yield versus pri-
mary electron energy curve [ 14], Figure 2, whose shape 
is essentially the same for most materials [35]. The 
value of the secondary electron yield varies with the 
work function of the material. Below the optimum ac-
celerating voltage for a stable line intensity profile the 
structure being imaged on the SEM cathode ray tube 
(CRT) may be charged positive, and above the optimum 
accelerating voltage the structure may be negatively 
charged [39, 40]. One way in which the optimum accel-
erating voltage can be determined is by varying the 
accelerating voltage and observing the image. At low 
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Figure 3a. Composite video profile of coated and un-
coated photoresist on a chrome mask taken at 45 degrees 
tilt using accelerating voltages from 0. 7-2.5 keV (un-
coated mask) and 1.0 and 2.0 keV (coated mask). Line 
scale is equal to 4.0 µm. 
Figure 3b. Composite video profile of coated and un-
coated photoresist on a chrome mask taken at zero de-
grees tilt using accelerating voltages from 0. 8-2. 5 keV 
(uncoated mask) and 2.0 keV (coated mask). Line scale 
is equal to 4.0 µm. (Figures 3a and 3b are courtesy of 
Dr. Michael T. Postek, reference 41). 
accelerating voltages, the structure under observation 
may appear dark due to the value of accelerating voltage 
or contamination. As the accelerating voltage is 
changed, the image of the structure will change until the 
structure appears very bright. Somewhere in between 
these two conditions the correct accelerating voltage will 
be found such that the line intensity profile will be stable 
and symmetrical. Our experience has shown that to find 
the optimum accelerating voltage in some cases can take 
several hours or the better part of a day [39, 40]. The 
change in line intensity profile versus accelerating volt-
age for photoresist on a chrome mask is shown in Fig-
ures 3a and 3b [41]. If the accelerating voltage is too 
low, indicated by deterioration of the intensity profile, 
then the system will not be able to make measurements 
with a 3 sigma precision in the range of 0.010 µm or 
better due to signal-to-noise limitation. As a result, 
there may be a tendency to make the accelerating voltage 
too high. This can result in specimen charging and dis-
tortion of the individual line intensity profiles, which 
affects the corresponding processed (smoothed and aver-
aged) profile (Figure 4). This can be minimized by us-
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Figure 4. Line intensity profile from a given structure 
with the accelerating voltage of the SEM set at too high 
a value thereby causing charging of the specimen and 
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Figure 5. Line intensity profile from the same structure 
as the one shown in Figure la with the accelerating 
voltage of the SEM set to the proper value and the e-
beam scanning orthogonal to the structure. 
The time dependency of the charging as well as line or 
frame scan rate affects the reproducibility of the line 
intensity profile and consequently the measurement pre-
c1s10n. Figure 4 also indicates the shift in the de 
reference level due to charging. An acceptable version 
of the line intensity profile from the same specimen with 
the proper accelerating voltage is shown in Figure 5. As 
an example, to optimize the precision of the measure-
ments from the structure shown in Figure 6b, the elec-
tron intensity profile ideally should be like the one 
shown in Figure 6a. 
Experimentation has shown that the optimum ac-
celerating voltage is specimen dependent since secondary 
electron emission is material dependent [2, 8, 18, 19]. 
Further, a change in accelerating voltage of as little as 
50 volts can determine if it is even possible to generate 
















Figure 6. Ideal line intensity profile (Figure 6a) from 
the structure shown in Figure 6b. 
Figure 7. Line intensity profile with good symmetry 
and proper de reference value obtained from a photo-
resist structure similar to the one shown in Figure la, 
using a Vickers DL3006 SEM. 
a secondary electron intensity for precise measurements. 
Our experience has shown that one should adjust the ac-
celerating voltage on the SEM until a symmetric, bal-
anced line intensity profile similar to the one shown in 
Figure 7 is obtained. The profile in Figure 7 was ob-
tained from the cleaved cross section shown in Figure 
lb. A micrograph of the structures tilted at 45 degrees 
and slightly rotated is shown in Figure la. The raised 
structures in Figure la are developed photoresist on a 
layer of oxide which has an underlying layer of polysili-
con. Distortion of the line intensity profile causes a loss 
in measurement precision or the inability of the system 
to perform measurements, can be an indication that the 
accelerating voltage is too high. Also, certain areas of 
the image may show time dependent bright or dark re-
gions (Figure 8) that indicate charging [24, 49]. 
In some instances, increasing the accelerating 
voltage may reduce the surface charging due to conduc-
tivity of underlying layers. This, in turn, produces an 
acceptable, reproducible video signal. However, this 
may cause device damage due to e-beam irradiation [ 13, 
25, 57]. 
High accelerating voltages, in addition to causing 
charging problems may also affect specimen contamina-
tion rates [l]. Induced contamination may be observed 
by first increasing the magnification setting to 2,000-
5 ,000X, which increases specimen electron density per 
unit volume and then decreasing the magnification to 
100-200X. A small, dark, rectangular area may appear 
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Figure 8. Contamination produced when the e-beam 
scans a given area initially at high magnification (dark 
area) for a long period of time with excessive beam cur-





Figure 9. Line intensity profile obtained from the 
cleaved edge of a specimen similar to the one depicted 
in Figure I b with the cleaved edge of the specimen or-
thogonal to the e-beam (Fig. 9a); cleaved edge tilted 45 
degrees with respect to thee-beam (Fig. 9b); and with 
the e-beam at 45 degrees tilt, scanning the top surface of 
the specimen in an area away from the cleaved edge, and 
the structure aligned such that the structure is orthogonal 
to the direction of thee-beam scan (Fig. 9c). 
and remain on the image (Figure 8), indicating specimen 
contamination or positive charging. When the accelerat-
ing voltage is too high, electrons may dislodge surface 
Low voltage SEM linewidth measurements 
material, thus causing damage. The beam may also de-
posit carbonized vacuum fluids on the specimen surface 
[l]. In the case of positive charging, the darkened area 
may disappear with time or when the specimen is re-
moved from beam exposure which in some cases may 
mean removal from the specimen chamber and reinser-
tion at a later date. 
Once the best accelerating voltage for precise 
measurements of specific devices for different levels in 
the process is obtained, it is recommended that the value 
be recorded and used on similar devices. 
Working Distance 
The distance from the bottom pole piece of the 
SEM objective lens to the specimen surface can be de-
fined as the working distance (WD) [12, 59). The WD 
should be kept to a minimum in order to optimize reso-
lution. An SEM operated at a low accelerating voltage 
(typically 0.5-2.0 keV) will usually have a working dis-
tance of 5 to 6 mm. A shorter working distance is even 
better, and in the case of an immersion lens, the working 
distance will be negative. In order to maintain a con-
stant magnification during measurement of product, the 
"in-house" product or "golden" calibration standard (a 
specimen representative of a given step in the process), 
and the specimen to be measured should be at the same 
working distance. After completing the magnification 
calibration procedure for the SEM and a check of the 
linewidth measurement feature using the in-house stand-
ard, the specimen is moved into place and the focus ad-
justed using only the z motion of the specimen stage. 
The contrast control is then used to optimize the line in-
tensity profile. In addition, if there is an indicator for 
the z-height (distance from the surface of the specimen 
to the final lens), this reading should correlate with the 
working distance indicator. 
Measuring the final (objective) lens voltage using 
a digital volt meter (DVM), may be more precise than a 
working distance meter (WDM). Once the minimum 
WD is obtained for the measurement application using an 
accurate vertical stage positioning unit, the reading 
should be recorded for future reference. Experience has 
shown this method to be sufficient for precision meas-
urements. 
Tilt 
Ideally, the specimen surface should be orthog-
onal to the path of the electron beam (zero degrees tilt) 
to minimize measurement discrepancies. The main rea-
son that a specimen is tilted is: to increase emission of 
electrons, to reduce charging effects, and to improve de-
tector collection efficiency thereby improving the signal 
for measurement purposes. It has been shown that the 
tilt angle for peak secondary electron emission is 
material dependent [8, 28). When specimen tilt is used, 
the optimum tilt is a function of accelerating voltage, 
and working distance and can be compensated for by 
using scan rotation. 
By using careful measurement practices, it is rou-
tinely possible to obtain adequate measurement precision 
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on tilted specimens. If this is not the case for the SEM 
measurement system being used, a recheck of the cali-
bration of the system with a known standard should be 
performed. 
The effect of tilt on optimum line intensity pro-
files is especially noticeable when measuring insulating 
materials. One has to keep in mind that the key is to 
obtain the most symmetrical and noise-free line intensity 
profile practical. 
During the fabrication of semiconductor devices, 
when cleavage is not possible, measurements are taken 
on uncoated, uncleaved wafers with the specimen surface 
tilted with respect to the e-beam. Due to the physical 
geometry and materials of the structures, the measure-
ments may require verification. A general procedure 
used to validate a series of measurements taken at a par-
ticular tilt angle is to sacrifice a representative wafer 
from the batch of wafers. The specimen is cleaved and 
a conductive coating is deposited on the cleaved edge. 
Then measurements are performed on the cleaved sur-
face at a tilt of 90 degrees. Figure 9 indicates the 
change in line intensity profile when the e-beam is not 
perpendicular to the device features. The line intensity 
profile obtained from the surface of a cleaved structure 
at 90 degrees tilt will be much more symmetrical and 
rectangular (Figure 9a) than the signal obtained at a tilt 
less than 90 degrees. Using the same gold coated speci-
men, measurements of the same structures are taken at 
points away from the cleaved edge with the specimen 
tilted at 45 degrees for correlation purposes. The meas-
urement line intensity profiles are then evaluated using 
standard measurement algorithms in order to determine 
which algorithm gives the closest correlation to cross-
section measurements. The evaluation of measurement 
algorithms is beyond the scope of this paper, however, 
as an example, the determination of proper threshold set-
ting in applying a threshold algorithm would be evaluat-
ed by testing different threshold values. Another meas-
urement algorithm that can be employed is linear regres-
sion [52). Our experience with the regression method 
indicated good precision with noise-free and well defined 
line intensity profiles. The resulting measurements us-
ing the thresholding algorithm are shown in Table 1. 
Table 1 indicates the variations in measurements ob-
tained by changing the threshold setting [ 41] (percent of 
the maximum amplitude of the line intensity profile 
where a measurement will be calculated). The maximum 
amplitude of the line intensity profile is usually referred 
to as 100% and the minimum amplitude 0%. 
By comparing the results from the analysis in 
Table 1, the optimum threshold algorithm parameters 
can be assessed by determining the optimum correlation 
to results obtained from cross-sectioned specimens. 
Focus 
Generally, to obtain precise measurements it is 
essential to bring the sample into focus by mechanically 
adjusting the z-axis position of the stage with the z-axis 
control. This technique is used rather than changing the 
SEM working distance. By doing this, one to prevents 
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the loss of correlation between the focus of the electron 
beam and the WD as indicated by the SEM WDM. The 
specimen stage movement in the z (height) direction is 
monitored as the stage is moved and is changed to obtain 
best focus of the image as displayed on the viewing 
CRT. During the initial setup on the linewidth measure-
ment system calibration standard, it is best to use the 
z-axis control to minimize the difference between the 
vertical stage position as indicated by an accurate stage 
position indicator and the working distance indicated on 
the WDM. This is done in order to reduce measurement 
errors due to hysteresis in the lenses caused by changes 
in the final lens current when the coarse focus control is 
used. 
Subsequent to mechanical focus adjustment, the 
fine focus control is used to optimize the line intensity 
profile for best precision. The Vickers DL3006 SEM, 
used in our studies to check the effect of adjustment of 
the fine focus control on the measurements, indicated a 
2.25% variation in the measurements over the full range 
of the fine focus control. A 50% threshold [45] was em-
ployed on the Vickers linewidth measurement system. 
Normally during measurements the fine focus control is 
not varied over the full range, and the fine focus control 
contributes no more than ± 0.5% measurement varia-
tion. This may be unacceptable, however, when measur-
ing sub-half micrometer structures. 
The important thing to remember with respect to 
focus is that there may be hysteresis in the lens used for 
focusing the e-beam. There may also be residual mag-
netism due to changes in accelerating voltage. To re-
duce hysteresis, the final lens may be degaussed by re-
versing the lens current to remove residual magnetism 
from the core of the final lens. This is done so that the 
current measured to determine magnification is not af-
fected by a large value of residual magnetism. For this 
reason, the coarse focus setting is initially established 
during calibration of the measurement system and is not 
altered during measurements. Instead, the specimen 
stage is moved vertically by mechanical means to bring 
the image into a coarse state of focus. Furthermore, the 
inherent residual magnetism may also be reduced by in-
creasing the accelerating voltage to a value above the 
one being used for measurements. Then it is decreased 
back to the appropriate voltage for measurements. 
Beam Diameter 
Due to the complexity of semiconductor device 
structures, e-beam/specimen interactions are very com-
plicated [20, 39, 40]. At the present time, methods of 
modeling these interactions are being developed [21, 22] 
to provide a model signal profile from a given structure 
and material. This should quantitatively aid in assessing 
the effects of beam diameter and energy on the profile. 
In addition, modeling should provide a means of analyz-
ing different profiles such that criteria can be established 
to detect the edge of a line for a given geometry and ma-
terial. This should further aid in providing a more pre-
cise and accurate means of measuring micrometer and 
sub-micrometer structures. 
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Table 1. Typical measurements using the 
thresholding algorithm 
Al B2 (A-B) 
1.032 0.980 0.052 
1.026 0.970 0.056 
1.040 0.971 0.069 
1.006 0.978 0.028 
1.018 0.975 0.043 
Averages (A-B) = 0.0496 µm; 
(B-F) = 0.0068 µm. 






1Column A = readings taken at 50% threshold setting at 
locations away from the fracture and the specimen tilted 
at 45 degrees. 
2Column B = readings taken at 70% 
threshold setting at locations away from the fracture and 
the specimen tilted at 45 degrees. 
3F = 0.968 µm; reading taken at 50% threshold setting, 
on cleaved edge with specimen tilted at 90 degrees, and 
e-beam scanning bottom of structure shown in Figure 1 b. 
Note: Each reading in column A or Bis the width of the 
line taken over a length of 5 µm. 
The smaller the beam diameter, the higher the po-
tential resolution of the SEM [ 12, 46], since the area of 
impact of the beam is smaller. In addition, resolution is 
affected by the size of the area of emission of the sec-
ondary electrons. In the absence of noise limitations, 
the smaller this area, the better the resolution of the 
SEM. However, decreasing the spot size too much may 
result in insufficient emission of secondary electrons for 
signal processing and the generation of good quality 
micrographs [21, 23]. It also affects the obtainment of 
line intensity profiles from a given area scanned by the 
e-beam. 
Normally, the SEM is adjusted for best resolu-
tion. However, the signal to noise ratio of the signal 
used for measurement must be maintained at the proper 
level for precision measurements. It is important to 
remember to reduce the beam diameter by adjusting the 
condenser lens setting as far as possible to maintain 
resolution [12, 59], while at the same time providing 
sufficient signal levels for measurement. 
At low accelerating voltages, the electron energy 
spread in the beam of an SEM with a field emission elec-
tron source can be much smaller than an SEM with a 
lanthanum hexaboride or tungsten electron source [39). 
Thus, the resolving power (resolution) of the SEM using 
a field emission source can be better than an SEM with 
a tungsten or lanthanum hexaboride source. However, 
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the field emission SEM concentrates more current in a 
smaller area (diameter). This may cause specimen sur-
face damage more easily than a tungsten or lanthanum 
hexaboride electron source unless it is controlled. We 
have observed different types of photoresist shifting [9] 
under continual bombardment by the electron beam from 
a field emission source during a 10-12 minute period. At 
this time the SEM had an accelerating voltage of 5 kV, 
probe diameter of 1500 nm, and probe current of 200 
picoamps. It should be possible to overcome this by 
limiting the probe current. But again there should be 
sufficient probe current such that the signal to noise 
ratio is adequate for measurements or micrographs. 
Present day SEM linewidth measurement systems 
usually incorporate a Faraday cup (cage) [32, 58] and a 
pico-ammeter to measure thee-beam probe current at the 
specimen surface. Measurement of the probe current is 
obtained by connecting a high resolution pico-ammeter 
to the Faraday cup. By checking the probe current at 
different values of certain SEM operating parameters, 
such as accelerating voltage, magnification and beam di-
ameter, it will be possible to maintain the same surface 
charge density each time a set of measurements is to be 
taken on a given specimen. This is especially important 
for uncoated specimens where specimen surface charging 
is a problem. In this type of application of SEM line-
width measurement systems, it is imperative that image 
and line intensity profile distortion should be held to the 
absolute minimum. 
A record should be kept of probe current at the 
specimen surface versus precision for various types of 
specimens that are repetitively measured. This is espe-
cially important in a semiconductor processing environ-
ment, where certain processes must be monitored as pre-
cisely as possible. This information can then be ana-
lyzed to determine optimum beam currents. 
Specimen surface damage due to excess probe 
current or beam accelerating voltage can be reduced by 
beam blanking (turning off the e-beam) during stage 
movement and data acquisition and evaluation. Video 
signal processing and the use of an image processor will 
allow measurements to be taken from a buffered (stored) 
image instead of a dynamic image [31]. Using a stored 
image for measurements with the e-beam turned off re-
duces specimen damage. However, the measurements 
from a buffered image should be correlated with meas-
urements in dynamic mode of operation. One does this 
using a coated calibration standard during the qualifi-
cation of the SEM linewidth measurement system to de-
termine if any differences exist. A system using stored 
image measurements may still have e-beam drift and 
specimen charging, but a much shorter time period is 
generally required to obtain the image for measure-
ments. Scanning the area under measurement for a 
shorter period of time will reduce specimen damage, 
charging, and provide a more stable line intensity pro-
file. Thus, with a more stable line intensity profile, the 
ease of operation of the system will be improved along 
with the reproducibility of measurements. 
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Magnification 
Present SEM systems with the capability of a 
measurement feature are normally used to perform meas-
urements on structures in the 0.25-1.0 µm range. In 
order to obtain measurements on structures in this range 
the SEM linewidth measurement system precision may 
require a resolution of JO nm or better. The system may 
operate with a magnification setting of 20,000-50,000X 
or higher. An SEM is ordinarily not the tool of choice 
to make measurements at magnifications lower than 
10,000X. In the case of digital beam and digital video 
signal storage (buffered images) if the number of pixels 
across the field of view is fixed, then the number used 
to characterize measurement is reduced as the magnifi-
cation is reduced and the measurement precision can be 
correspondingly reduced. The precision required for the 
measurements is limited by the resolution of the SEM 
and the number of points into which the line intensity 
profile can be divided, such as 512, 1024, 2048, etc. 
The argument against working at low SEM magnifica-
tions arises from the relationship between the intrinsic 
resolution of the SEM and the spacing between individu-
ally sampled points (pixels) in an SEM image. Each 
point on a specimen scanned by thee-beam is displayed 
on a CRT as a picture element (pixel). The spacing be-
tween pixels limits the measuring accuracy of the SEM 
at low magnification settings. The line intensity profile 
of an individual scan across a particular structure repre-
sents the signal intensity level due to the emission of 
electrons from each point on the specimen scanned by 
thee-beam. It is important that the measuring accuracy 
be not too different from the intrinsic resolution for 
reasons described below. 
If the structures to be measured are very uniform, 
the higher resolution of the SEM does not present a 
problem. However, if the structure is very irregular and 
the electron beam position in the x-y plane during the 
e-beam scan(s) for measurement is not accurately mai11-
tained, the variance in the measurements can reach unac-
ceptable levels. In comparison to an optical linewidth 
measurement system, the variations routinely observable 
at 5 000-10 000X on an SEM are invisible to an optical 
syst~m [30]'. This is due to the spatial resolution of the 
light optical system which is poorer than that of an 
SEM. For instance, while the optical system detects the 
structure as one smooth line, the SEM will be able to re-
solve the irregularities not detected by the optical sys-
tem. Consequently the SEM will measure them [30) 
which results in poorer precision. In addition, the area 
over which the measurements are made using an optical 
system, due to magnification, may be anywhere from 5 
to 10 times the area scanned by an SEM. Thus as a 
means of improving measurement precision an SEM line-
width measurement system usually employs multiple 
scans per line scan. Figure 10 is an indication of how 
the non-uniformities of a structure become very evident 
as the magnification of the SEM is increased. 
The Vickers DL3006 SEM with incorporated 
CDl00A measureme_nt system, used to perform the 










Figure 10. Change in appearance of the roughness of a 
structure under measurement with a change in magni-
fication setting of the SEM. 
measurements described herein, did not have the capabil-
ity to make measurements at a magnification below 
10,000X. In performing measurements below 10,000X, 
a micrometer marker (a bar on the SEM CRT) is used 
and the error encountered using this method is unaccept-
able. Therefore, comparisons between optical measure-
ments and our SEM measurement system at magnifica-
tions below 10,000X were not possible. In addition, the 
measurements acquired using our SEM system were 
taken with a tilt of 45 degrees. 
The length of the area scanned by the e-beam in 
the y-axis (y-axis scan length as measured using the mi-
crometer marker as a gauge) during multiple line scans, 
along the line length during measurements, may be as 
small as 10 µm. For an SEM at a magnification of 
25,000X, the y-axis scan length may be 3.5 µm (Figure 
10c) depending on the aspect ratio of the SEM CRT. 
While at a magnification of only 1,000X, the y-axis scan 
length may be as large as 100 µm. This is true in the 
case where measurements are averaged over this dis-
tance. The longer the length of the structure measured, 
the more the variations along the length that can be av-
eraged out, which in turn· reduces the variations in the 
measurements. An SEM can produce sharp images at 
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magnifications of 25, O00X or greater whereas optical 
microscopes can only achieve good quality images at 
magnifications below 3,000X. Optical linewidth meas-
urement systems, depending upon the slit size being used 
by the system, usually average the measurements along 
the structure being measured. Thus even an SEM, oper-
ated at low accelerating voltages, can be used to make 
measurements at magnifications not possible with optical 
systems. This is due to the differences in resolution and 
the interference and diffraction [16, 34] problems with 
optical systems. 
Ideally a plot of measurement versus magnifica-
tion of an SEM measurement system should possess no 
variations at magnifications sufficient for precision 
measurements. The response curve of a typical SEM 
linewidth measurement system as checked during the 
measurement of a photoresist pattern is shown in Figure 
11. The variations indicated by this curve are due to the 
errors in the SEM magnification or possibly due to non-
linearities in the e-beam deflection circuitry. In addi-
tion, thee-beam may be deflected due to local fields on 
the surface of the specimen [27, 60]. The method used 
to check the accuracy of the e-beam deflection circuitry, 
will not be addressed here. In order to produce a linear 
response, it is necessary to calibrate the magnification 
with a known standard such as the National Institute of 
Standards and Technology (NIST) magnification Stan-
dard Reference Material (SRM) 484. If an accurate 
measurement calibration standard is available, then it 
should be measured at magnifications from 10,000X to 
50,000X or the magnification range normally used in 
performing measurements. Consequently, one should 
calibrate the magnification of the SEM measurement sys-
tem using SRM 484 first. Next make measurements 
over the range of magnifications that will be used, plot 
the results, and record them for future reference. 
Contrast 
In a standard metrology SEM using an Everhart-
Thornley (ET) detector, the contrast setting of the SEM 
normally adjusts the dynode voltage of the photomulti-
plier tube (PMT)', thereby controlling the gain of the 
PMT. The PMT amplifies the signal from the photo-
cathode [60]. The video signal (Figure 12a), for a given 
e-beam scan on a specimen may be processed to provide 
an amplified, smoothed version Figure 12b of the origi-
nal video signal before being used for measurements. 
Improper processing (i.e., extreme signal averaging, 
smoothing, etc.) shown in Figure 12c, of the original 
line intensity profile, may result in higher video signal 
saturation or black suppression. It may also create dis-
tortion, as shown in Figure 12c. In addition, misadjust-
ment of the contrast control of the SEM, can alter the 
black to white levels of the original video signal, re-
sulting in large discrepancies in measurements. 
To help prevent these errors, the optimum line in-
tensity profile of a given specimen should be retained as 
a reference profile for comparison purposes. This is 
usually done by storing the line intensity versus x-y 
e-beam position, pixel by pixel, in a memory such as a 
Low voltage SEM linewidth measurements 
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Figure 12a. Typical line intensity profile obtained from 
two raised structures with a trench between the struc-
tures such as those shown in Figure la, with the 
specimen tilted at 45 degrees and the e-beam scanning 
orthogonal to the structure. 
Figure 12b. Processed (amplified, smoothed and aver-
aged) version of the line intensity profile in Figure 12a. 
Figure 12c. Severe distortion of the line intensity 
profile in Figure 12b due to overprocessing the line 
intensity profile. 
magnetic disk. An entire image can be stored on a 
frame basis (buffered) and measurements generated from 
the buffered image. This method allows experimentation 
with the contrast of the image so as to aid in providing 
symmetrical line intensity profiles. This data is then re-
trieved and plotted or displayed on a CRT for compari-
son with line intensity profiles from similar specimens. 
Then when a similar specimen is to be measured, the 
contrast is adjusted until the line intensity profile best 
matches the stored reference signal. 
In general, there is a method for determining the 
signal-to-noise ratio (SNR) and is referred to as the 
"Rose criterion" [59]. Empirically, the author found 
that the contrast level should not be increased if the 
noise detected on the unsmoothed version of the line in-
tensity profile is more than 5%-10% of the total signal 
variation. Otherwise, the precision of the measurements 
becomes unacceptable. Image contrast may be improved 
by adjusting the accelerating voltage [6] which may 
cause charging of the specimen, or by increasing the 
spot size. Meanwhile, the contrast level should be ad-
justed until the acquired signal is sufficient for precision 
measurements. 
Specimen Alignment 
Proper alignment of the specimen is critical for 
precise measurements [39, 40]. At the present time, 
manufacturers of SEM linewidth measurement systems 
recommend physical alignment of the specimen or cali-
bration standard as one views the CRT, such that the 
e-beam is scanning perpendicular to the long axis of the 
structure. This will aid in producing a symmetrical line 
intensity profile. Symmetrical profiles also depend upon 
symmetrical, uniform, electron detector collection from 
the field of view. Another factor which has to be taken 
into consideration is how the structure being measured 
is aligned with respect to the electron detector. By ro-
tating the specimen, and observing the line intensity pro-
file as the specimen is rotated, detector location effects 
on the symmetry of the profile may be decreased. Scan 
rotation can be used to compensate for slight physical 
misalignment of the specimen. However, a check should 
be made between measurements made using scan rotation 
and those made not using scan rotation such that there is 
very good correlation. In any case, the measurement 
system should compensate for any residual asymmetry. 
Most vendors of modern day SEM linewidth 
measurements systems do not recommend using raster 
rotation since this may introduce additional measurement 
errors. Some measurement systems attached to an SEM 
will not perform properly unless the pattern or structure 
to be measured is aligned parallel to the y-axis within 2 
or 3 degrees. A check of this can be made using the fol-
lowing procedure with a coated "in-house" calibration 
standard (one that is representative of a certain process 
step and whose measurements have been previously veri-
fied). Initially one should obtain a line intensity profile 
from the known in-house coated calibration standard and 
make measurements with the specimen correctly aligned. 
Next, incrementally rotate the standard until the meas-
urements are not acceptable and note the amount of rota-
tion. Once the maximum allowable rotation is obtained, 
the same procedure should be repeated with an uncoated 
specimen. All measurements must be made within the 
alignment angular tolerances determined by this proce-
dure. An attempt should be made to perform the preci-
sion measurements in the same amount of time it takes 
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to perform measurements on uncoated specimens that 
have a tendency to exhibit surface charging. One should 
keep in mind, however, that sample rotation introduces 
what is known as "a cosine error", due to the fact that 
the e-beam is not scanning orthogonal to the structure 
being measured. This is because the number of pixels 
representing the width of the structure are not the same 
as if the structure was perpendicular to thee-beam scan. 
Detector Location 
In general, there are two types of secondary elec-
tron detectors, those located in the specimen chamber 
and those placed inside or within the objective lens [50, 
54]. The results reported in this paper (e.g., Table I) 
were obtained using the standard ET detector placed in 
the specimen chamber [ 11]. In our experience, signif-
icantly better measurements were obtained using the 
standard detector configuration and a tilted specimen 
than those obtained under similar condition using an in-
lens detector [50, 54] and an untilted specimen. The 
difference is probably related to greater SE production 
and collection at significant tilt angles and can become 
critical when measuring difficult samples, such as sub-
micrometer photoresist structures. Ideally, detectors in 
SEM linewidth measurement systems are located so as to 
optimize the collection of electrons and aid in obtaining 
the most symmetrical line intensity profile. NIST has 
employed a microchannel-plate detector system which 
reportedly has performed very well [ 45]. Some systems 
have multiple detectors to aid in producing a symmetri-
cal profile. In the case of two detectors, they are usu-
ally positioned diametrically opposing each other. 
Selection and Use of Calibration Standards 
Concepts 
Pitch (periodicity of similar structures) and line-
width (distance between structures or distance across a 
given feature) are measured as a means of monitoring 
semiconductor processes. Precise measurements are 
usually defined as those which are very repeatable. Ac-
curate measurements are those which represent the true 
dimension of a given feature. SEM linewidth measure-
ment systems generally make very precise but not neces-
sarily accurate measurements. In order to obtain accu-
rate pitch measurements, the magnification of an SEM 
must be calibrated with the aid of an accurate magnifica-
tion standard. The accuracy of pitch measurements can 
be checked using the NIST SRM 484 standard. A dif-
fraction grating from the National Research Council of 
Canada (NRC), which has a nominal pitch of 0.833 µm, 
was used by the Vickers Corp. in the CDI00A linewidth 
measurement feature. The CD 100A was an integrated 
feature of the DL3006 SEM and the diffraction grating 
was used as a means of calibrating the_ linewidth meas-
urement system to a given pitch. 
Pitch measurements ordinarily do not require a 
thorough knowledge of thee-beam/materials interactions 
or the mechanisms involved in the generation of the line 
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intensity profile. Any error caused by inaccurate deter-
mination of the edge of features is canceled if the meas-
urements are precise and the structures and their associ-
ated profiles are translationally symmetrical. This is 
usually true if structures in an SEM image are compared 
with similar structures in the same image. 
Accurate linewidth measurements, however, re-
quire a thorough knowledge of the nature and point of 
origin of the SEM signal used to generate the line inten-
sity profile [20, 21]. The reason being that the e-beam 
electrons which penetrate the area being scanned by the 
e-beam travel some distance before exiting the surface. 
Thus, detected electrons usually do not emerge at the 
point where they initially penetrated the surface. This 
creates a problem if an accurate measurement of the lo-
cation of the edge of a feature is required due the to so 
called "beam penetration effect" [60]. Further there are 
"edge penetration effects" [50]. Some primary high en-
ergy electrons may enter the top surface of a structure 
but escape after penetration through the side of the 
structure. Thus, accuracy of linewidth measurements is 
limited to the evaluation of the origin of the signal. 
Accuracy is also limited by the relationship between the 
actual surface of the feature being measured and the de-
tected signal. This will require electron modeling for 
the electron beam/sample interactions, signal generation 
and instrument. Consequently, linewidth measurements 
can be checked precisely, but measurement accuracy is 
limited because of this residual uncertainty. 
Presently, internationally accepted uncoated SEM 
linewidth measurement calibration standards for differ-
ent materials in the micrometer and sub micrometer range 
do not exist for use in low voltage SEM linewidth meas-
urement systems. Until such time that an internationally 
accepted SEM linewidth standard for measurements is 
produced, either a certified diffraction grating, or a 
linewidth standard representative of a given process step 
(an "in-house" standard), will have to be used to cali-
brate the measurement system. Calibration of the sys-
tem could be achieved by measurement of the periodicity 
of 3 to 10 lines of the in-house linewidth standard, with 
a check of the system measurement precision being per-
formed on the periodicity of a primary standard. Then, 
nominal linewidth measurements can be made on the 
same standard. Though these linewidth measurements 
will not be precise to better than 10-30 nm, this informa-
tion is necessary in order to check short and long term 
measurement precision. It can also provide a means of 
checking different measurement systems against each 
other. 
The key issue is to use a calibration standard 
which will produce precision measurements. Truly ac-
curate measurements will only be obtained from low 
voltage SEM measurement systems when universally ac-
cepted standards containing dimensions and materials 
representative of those used by manufacturers of semi-
conductor devices are available. In addition, SEM line-
width measurement systems capable of performing accu-
rate measurements are a necessary requirement. Until 
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then, it will be possible to make precise, but not neces-
sarily accurate, measurements using an SEM linewidth 
measurement system. 
Procedures 
Usually an SEM linewidth measurement system is 
calibrated in the following sequence. First, the SEM 
magnification accuracy and precision is verified using a 
primary standard, such as NIST SRM 484. Also a certi-
fied international standard containing periodic features 
in the micrometer range, such as a National Research 
Council of Canada (NRC) certified grating. These same 
standards can then be measured by the SEM linewidth 
measurement system for comparison purposes. 
Next, a secondary standard containing single and 
periodic feature widths within the range of devices being 
fabricated, may be certified by an internationally recog-
nized standards laboratory. These secondary standards 
usually contain a single layer of resist, a metal such as 
aluminum, chrome, or copper, on a bare silicon wafer, 
or a combination of these materials on a bare silicon 
wafer. Then the same secondary standard can be meas-
ured by the SEM linewidth measurement system after 
calibration of the SEM magnification and measurement 
of the primary standard. Finally, the pitch and linewidth 
of a device with features representative of a certain step 
in the process is measured. This is considered as a cali-
bration standard for a given step in the fabrication proc-
ess. The specimen to be used for this type of standard 
is usually statistically selected using measurements of a 
sampling of devices and the "average" device is classi-
fied as the "in-house-standard". 
SEM magnification calibration measurements 
The SRM 484 magnification standard is issued 
with a document of certification along with the measure-
ments obtained by NIST. In addition, NIST lists some 
of the factors that affect SEM magnification to aid in the 
detection and correction of the source of magnification 
error(s). 
The length of the micrometer marker ( cursor) dis-
played on the SEM viewing CRT changes as the magnifi-
cation is changed, and when used as a means of measur-
ing structures, gives a rough indication of the length of 
the objects being viewed on the CRT. However, the 
SEM micrometer bar must be properly calibrated on the 
SEM CRT. 
In order to insure that the marker may be used for 
approximate measurements, preliminary calibration of 
the SEM magnification is suggested using the NIST SRM 
484 standard. Preliminary magnification calibration is 
performed by checking the spacings on SRM 484 at 
varying magnifications as indicated on the SEM viewing 
CRT. Normally this procedure is performed over the 
range at which the measurements will be taken (10,000-
50,000X). A comparison is made between the length of 
the cursor and the magnification readout on the viewing 
CRT versus the distance between the line spacings on 
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Figure 15. Twenty-five measurements of a photoresist 
structure on a processed wafer taken over a five week 
period during calibration of a SEM linewidth measure-
ment system. 
the structure, or off the structure when the electron 
beam is at an angle of incidence of 90° to the surface of 
the cleaved edge. This approach is usually acceptable 
for structures that are not totally square or rectangular 
in shape. The resultant line intensity profile can be 
processed to provide acceptable measurements using any 
one of several measurement algorithms. 
If the structure shown in Figure la is tilted to 45 
degrees and the cleaved edge is scanned by the e-beam 
at the bottom of the structure, the line intensity profile 
will appear as shown in Figure 9b. 
However, if the specimen is tilted at 45 degrees, 
but the e-beam scans the top surface of the structure 
shown in Figure la a distance away from the cleaved 
edge, the line intensity profile appears as shown in 
Figure 9c. The line intensity profiles in Figures 9a, 9b, 
and 9c were the best that could be obtained with the 
SEM used in this investigation. 
Once a calibration standard is obtained from a 
fractured specimen and the width of the lines measured 
with the e-beam orthogonal to the cleaved surface, then 
an unfractured specimen, tilted at 45 degrees with re-
spect to thee-beam, should be measured for comparison. 
This is accomplished by adjusting the measurement fea-
ture with the specimen tilted at 45 degrees so as to ob-
tain the same readings as those taken with the calibration 
specimen tilted at 90 degrees. A procedure such as this, 
allows the use of a complete wafer. If a threshold algo-
rithm is used in the SEM measurement feature to obtain 
measurements of structures then only the threshold set-
ting has to be changed to obtain equivalent measure-
ments at 45 and 90 degrees tilt (Table 1). 
Advantages and disadvantages of different calibration 
standards 
The NIST SRM 484 calibration standard is uni-
versally accepted and is supplied with a certificate that 
indicates the measurements obtained by NIST for a given 
calibration standard which has been assigned a serial 


















Figure 14. Basic patterns of the chrome-on-glass arti-
fact consists of colinear single and multiple lines and 
spaces ranging from about 0.5 to 2.0 µm. (Reproduction 
of Figure 1 from Reference (48) courtesy of Dr. Hans R. 
Rottmann, IBM Corporation, East Fishkill, NY). 
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dioxide. Patterns having a periodicity of 0.5 µm have 
been generated by e-beam exposure of the resist ·and 
these specimens can be used for SEM linewidth measure-
ment calibration standards. They may, however, over a 
period of time, present a problem as far as stability is 
concerned. Another kind of standard containing patterns 
on silicon with different pitches down to 0.5 µm have 
been produced by IBM Burlington [36]. Thee-beam of 
an SEM is used to expose a layer of resist. In this case, 
the e-beam is held stationary while the specimen is 
moved during exposure. An accurately calibrated voltage 
is applied to a piezoelectric crystal thereby causing a 
stage affixed to the crystal to move a very precise 
distance [7]. In addition, a laser interferometer [39] 
monitors the movement of the piezoelectric stage. After 
exposure and development of the resist, the specimen 
undergoes a reactive ion etching process [5, 15, 53, 62-
64]. The resist is then removed and the etched pattern 
can be coated with a thin layer of gold for high voltage 
operation. The specimen can also be used in calibrating 
an SEM linewidth measurement system in low voltage 
(0.5-2.0 keV) mode of operation. At the present time, 
neither one of these specimens is available to the general 
public. 
Ideally, the structures on the specimen should be 
measured before and after deposition of the gold coating. 
When measurements of this nature are taken, we have 
found that the difference, as expected, is the thickness 
of the gold coating. One should remember that this pro-
cedure is used for calibration purposes only. 
NIST has other calibration standards in production 
such as the "Low accelerating voltage SEM magnifica-
tion standard" [ 42], the uncoated photoresist and silicon 
on silicide standards [ 43], and the new prototype SEM 
magnification standard [ 44]. 
Semiconductor calibration standards 
In the semiconductor industry, measurements have 
to be made on specimens that cannot be coated with a 
conductive material. There are several ways in which 
SEM linewidth measurement systems being used in the 
manufacture of semiconductor devices can be calibrated. 
Some SEM systems may have an integrated circuit chip 
installed inside the specimen chamber. The chip con-
tains known patterns with geometries of varying sizes. 
The patterns are usually line/space structures as shown 
in Figure 14 [47, 48]. The measurement system is then 
calibrated on the pitch (periodicity) of the smallest 
pattern. 
Some manufacturers of semiconductor devices 
measure the pitch of a pattern on a chip selected from 
actual chips produced for shipment to the general public. 
The chip to be used as their "in-house" measurement 
standard is statistically selected after measuring the pitch 
of a given pattern on similar chips at a certain process 
step. The selected chip ·is recognized as being represen-
tative of that particular step in the process and therefore, 
is referred to as an "in-house standard". 
In order for the in-house standard to be valid, it 
should be representative of a given process, and the ma-
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terial content of the top layers of the specimen be well 
known. This is because SEM operating parameters have 
to be varied for different materials and structures. Con-
sequently, there should be an in-house standard for each 
type of structure which has a different material for the 
top layer. 
Figure 15 is an example of the calibration of an 
SEM linewidth measurement system over a one-month 
period using a structure on a semiconductor chip. Note 
the decrease in the variance in the measurements after 
the first week of calibration. This could be attributed to 
the "specimen learning curve". Each point on the graph 
represents a calibration reading for a given day. The 
specimen used for calibration was a line/space pattern 
consisting of photoresist on a layer of silicon dioxide on 
silicon. The measurements were taken from a specific 
line and over the same length of the line each time. A 
given measurement represents the average of measure-
ments from eight locations along the length of the chosen 
line. Each location was scanned 32 times. This proce-
dure was repeated three times to produce one point on 
the graph (one calibration reading for the day). 
Semiconductor process systems producing device 
patterns, for instance, for use as calibration standards 
are reported to introduce variations in the order of 10-50 
nm depending on the location of the measurement [ 48]. 
Measurements on line plus space structures (pitch) 
consequently can display uncertainties of up to ± 25 nm. 
We have made pitch measurements on such structures 
and have found 3 sigma pitch variations in the range of 
6-35 nm, which can be explained in terms of process and 
equipment noise. Subsequent measurements of associat-
ed linewidths of these patterns using a stored image on 
a screen has produced linewidth variations up to 0.060 
µm on 1 µm structures over a length of 30 µm. 
During fabrication of integrated circuits a calibra-
tion standard for a particular process step is used so that 
the operating parameters of the SEM can be properly set 
for the materials of the structures being measured at that 
point in the process. Then when critical dimensions of 
a product chip are measured at this particular process 
step, the results should be representative of dimensions 
generated by the process. 
Further, if the top layer of the calibration stand-
ard is composed of resist, it is recommended that the 
standard be stored in a class 100 area [64], in an air 
tight container, at the temperature recommended by the 
manufacturer. Some resist specimens degrade with time 
and must be replaced if structural changes in the resist 
cause measurement variations. 
In producing a calibration standard, a more sym-
metrical line intensity profile approaching a square wave 
is obtained if the physical profile of the structure being 
measured is square or rectangular. A line intensity pro-
file approaching a square wave (Figure 9a) is obtained 
from the specimen shown in Figure 1 b when the e-beam 
is scanned orthogonal to the cleaved edge and near the 
bottom of the structure shown in Figure lb. 
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Figure 15. Twenty-five measurements of a photoresist 
structure on a processed wafer taken over a five week 
period during calibration of a SEM linewidth measure-
ment system. 
the structure, or off the structure when the electron 
beam is at an angle of incidence of 90° to the surface of 
the cleaved edge. This approach is usually acceptable 
for structures that are not totally square or rectangular 
in shape. The resultant line intensity profile can be 
processed to provide acceptable measurements using any 
one of several measurement algorithms. 
If the structure shown in Figure la is tilted to 45 
degrees and the cleaved edge is scanned by the e-beam 
at the bottom of the structure, the line intensity profile 
will appear as shown in Figure 9b. 
However, if the specimen is tilted at 45 degrees, 
but the e-beam scans the top surface of the structure 
shown in Figure la a distance away from the cleaved 
edge, the line intensity profile appears as shown in 
Figure 9c. The line intensity profiles in Figures 9a, 9b, 
and 9c were the best that could be obtained with the 
SEM used in this investigation. 
Once a calibration standard is obtained from a 
fractured specimen with the e-beam orthogonal to the 
cleaved surface, then an unfractured specimen, tilted at 
45 degrees with respect to thee-beam, should be meas-
ured for comparison. This is accomplished by adjusting 
the measurement feature with the specimen tilted at 45 
degrees so as to obtain the same readings as those taken 
with the calibration specimen tilted at 90 degrees. A 
procedure such as this, allows the use of a complete wa-
fer. If a threshold algorithm is used in the SEM meas-
urement feature to obtain measurements of structures 
then only the threshold setting has to be changed to ob-
tain equivalent measurements at 45 and 90 degrees tilt 
(Table 1). 
Advantages and disadvantages of different calibration 
standards 
The NIST SRM 484 calibration standard is uni-
versally accepted and is supplied with a certificate that 
indicates the measurements obtained by NIST for a given 
calibration standard which has been assigned a serial 
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number. Providing the recipient of the standard handles 
the standard with care, it should last for a long period of 
time. However, it may be difficult to obtain a signal of 
high contrast from the specimen supplied by NIST due 
to its material content. In addition, the materials used 
by NIST for the specimen are not similar to many of 
those which have to be measured by manufacturers in the 
semiconductor industry. In addition, many of the levels 
requiring standards are of a proprietary nature. At the 
present time, it is virtually impossible for NIST to 
provide standards for all phases of the process for so 
many different levels. 
The NRC certified diffraction grating can be used 
as an alternative to the NIST SRM 484 standard due to 
the fact that the accuracy of the measurement are opti-
cally certified to a three sigma value of 0.010 µm by an 
internationally accepted organization. In addition, this 
type of standard will not deteriorate as rapidly as a 
photoresist standard. Subsequently, it will provide a 
better indication of drift in the precision of an SEM line-
width measurement system. The advantage of a diffrac-
tion grating over the NIST SRM 484 standard is that it 
contains. multiple line-space structures which have a 
pitch that'can be used as a means of calibrating an SEM 
linewidth measurement system. Calibrating an SEM 
linewidth measurement system using the pitch of the dif-
fraction grating structures more closely approximates 
calibration using the pitch of the kinds of structures that 
are measured on integrated circuits (ICs). However, if 
this particular standard is used, it will only insure cali-
bration of the measurement system at a specific distance, 
(namely, 0.833 µm and multiples thereof, which should 
suffice for many applications), but the system will not be 
calibrated over a range of distances. 
A standard fabricated by a manufacturer of de-
vices, containing line/space patterns in both the sub-
micrometer and micrometer or greater range, such as the 
one produced by IBM Burlington, produces a very uni-
form pattern and may last for an extended period of 
time. However, when it is coated with a layer of gold 
that is too thick, the SEM image of the pattern on the 
specimen may be poor because of the lack of sufficient 
signal coming from the silicon. Therefore, the signal 
available for processing by the measurement feature may 
not be sufficient for precision measurements using a low 
voltage SEM. The reason being that there is not a suffi-
cient difference in the number of electrons produced 
from the gold and silicon to clearly delineate the pattern 
etched in the silicon. 
A major disadvantage of the three standards above 
is tha_t the specimen used for the standard is not com-
posed of materials similar to many of the materials used 
in the manufacture of semiconductors such as photore-
sist, silicon nitride, or polysilicon. It would probably be 
impossible for NIST to fabricate enough of these types 
of standards for the entire semiconductor industry. Thus 
commercial manufacturers of semiconductors must fabri-
cate their own standards, representative of semiconduc-
tor devices at certain steps in the process. Although 
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these standards have the advantage of being true repre-
sentations of a device at a certain point in the process, 
they present problems when an attempt is made to per-
form measurements of structures on a given standard. 
Ideally, the top surface of these specimens should not 
possess a conductive coating to reduce charging. This 
causes a problem in obtaining optimum SEM operating 
parameters for symmetrical line intensity profiles. 
These particular standards may not be durable and due 
to their proprietary nature, it may not be possible to 
have measurements of structures on a given specimen 
certified by an internationally recognized institution. 
Frequency of calibration 
Initially, calibration of the SEM linewidth meas-
urement system may be performed daily over a period of 
several weeks to determine system drift. Once this is 
done, a monthly check consisting of the measurement of 
specified lines each hour for one eight hour shift should 
be sufficient. The secondary standard is used to cali-
brate the linewidth measurement feature weekly or daily 
depending upon the required measurement precision. 
The in-house-standard is used to check measurement 
drift and system performance at the beginning of each 
shift or before making a large number of measurements. 
The frequency of calibrating an SEM linewidth 
measurement system depends upon the required precision 
of the measurements. At times, a calibration standard 
may be required for a given step in the process. If this 
is the case, it is advisable to calibrate the measurement 
feature each time before the measurement of a calibra-
tion standard for a given process step. Otherwise, it 
may be sufficient to calibrate the measurement feature 
once each eight hours or once each 24 hours. Calibrat-
ing the system once a week or once a month is not rec-
ommended at the present time because this represents 
too long a period of time between calibrations for 
present day SEM linewidth measurement systems. 
Evaluation of an SEM 
Linewidth Measurement System 
The evaluation of an SEM linewidth measurement 
system should include the following items: duration of 
the evaluation period, types of specimens used for the 
evaluation, and specific checks to be made on the 
system. 
Duration 
Normally, a thorough check of the system should 
be made over a one month period with the system being 
operated for at least an eight hour period each day dur-
ing the evaluation. The most thorough method would be 
to operate the system on a 24 hours per day basis for one 
week. However, in the case where the system has to be 
check1ed at the site of manufacture, checking the system 
during a one week period of eight hours each day will 
usually give a good indication as to the true capabilities 
and reliability of the measurement system. 
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Specimens 
There are four types of specimens which should 
be considered as a means to test the system. The speci-
mens chosen should contain at least one of each of the 
following types: 
1) A resolution standard for checking the resolu-
tion of the SEM. 
2) A measurement standard that has been certi-
fied such as the NRC diffraction grating or the NIST 
certified SRM 484 standard. 
3) A specimen simulating commercial integrated 
circuit devices with the top layer containing resist fea-
tures and an underlying layer of silicon dioxide. The 
structures on the specimen should include periodicities 
in the submicrometer range. In addition, a check should 
be made to see that the specimen has not deteriorated in 
any fashion so as to provide symmetrical structures for 
measurement. 
4) Actual commercially fabricated devices pos-
sessing simple patterns of various materials with the top 
layer being some type of resist, silicon dioxide, silicon 
nitride, or metal. There should be one specimen for 
each of the types presently being measured. In addition, 
one should keep in mind that the specimens for system 
evaluation should be of a stable nature and a specimen 
containing resist may present a stability problem. 
System checks 
One of the objectives of making a thorough check 
of an SEM with an attached measurement system is not 
only to obtain a complete understanding of the operation 
of the total system, but to assess the "real" capabi Ii ties 
of the system. If a thorough evaluation of the system is 
performed, it will be possible to define the limitations of 
the system for a given application. 
One should start with well-known specimens or 
certified specimens to allow verification of the measure-
ments and to determine the precision of the measure-
ments. One important item to improve the precision of 
the system and to insure the integrity of the test proce-
dure for precision is to have identification marks on 
structures being measured. This will aid in performing 
measurements in the same location each time. The basis 
for this being that the resolution of the SEM allows de-
tection of the variations in structures themselves and the 
attached or integrated linewidth measurement feature 
will measure these variations. Therefore, if the struc-
ture does not appear smooth at the magnification at 
which the SEM Iinewidth measurement system is making 
the measurements, there will be a much larger distribu-
tion in the measurements. In addition, if the SEM does 
not position the e-beam in the exact same x-y location 
for a repeat set of measurements on the same structure, 
then it is possible that a different set of measurements 
may be obtained for a given structure [29). 
If it is possible, the structure should be measured 
over a 50 µm length to minimize the variations in meas-
urements due to irregularities in the structure. 
Precision measurements should be made after the 
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SEM has been adjusted for maximum resolution using a 
certified resolution standard and after calibration with a 
certified magnification standard. 
The resolution standard should be kept in a stor-
age unit that is well controlled for temperature, humidi-
ty, and contamination. Regular periodic checks, prefer-
ably no less than five times a week, should be made to 
monitor the stability of the system. This procedure 
should also be followed for the standard used for meas-
urements in a manufacturing semiconductor processing 
environment. 
Data from the magnification and measurement 
standards should be recorded for reference purposes. In 
addition, measurements should be made on the measure-
ment standard at magnification settings which encompass 
the magnification setting at which the system will per-
form measurements on various specimens. 
Measurements made in situ (using a line intensity 
profile obtained immediately following the scan(s) of the 
e-beam at the measurement location) as opposed to 
measurements made from a stored image, will vary with 
specimen stage drift and e-beam drift. Specimen stage 
drift can be checked using the line intensity profile of 
submicrometer structures. A profile from a submicro-
meter structure can be displayed on the SEM viewing 
CRT over a short period (5-10 minutes). Then, while 
the profile is displayed, any shift in the profile can be 
observed to determine the amount of shift over the view-
ing period. Normally, the length of the period used to 
check e-beam drift should be at least as long as the 
amount of time it takes to perform any measurement of 
a given specimen. If the shift of the profile is not equal 
to, or less than the specified precision of the SEM meas-
urement system, a check of the cause of the shift should 
be determined and corrected using a well characterized 
standard. 
If the electron source of the SEM is tungsten or 
lanthanum hexaboride, the drift of thee-beam can be de-
tected by imaging the electron source of the SEM after 
the SEM has reached the point of stabilization. In most 
cases, the SEM will take from 30 minutes to an hour af-
ter being powered up to insure, beyond any reasonable 
doubt, that the system will not drift. If the e-beam is 
drifting, the spot in the viewing screen representing the 
electron source will change position on the CRT. Any 
measurements, taken during e-beam or line intensity pro-
file drift, will be invalid. 
The specimen should be carefully aligned each 
time it is to be measured. Further, measurements should 
be made with the same operator and a comparison made 
between repetitive measurements at the same location on 
the specimen without moving the specimen. Then, 
measurements should be made when the specimen stage 
is moved to another measurement location and returned 
to the original measurement location while the specimen 
remains in the SEM specimen chamber. Finally, the 
specimen should be unloaded from the specimen chamber 
after a series of measurements have been taken, reloaded 
and remeasured. In doing so, this will give a true 
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indication of the precision of the system during normal 
operation. 
Measurement procedures 
Once the optimum SEM operating parameters 
have been determined and the SEM measurement feature 
calibrated to a known standard, there are several steps in 
the measurement procedure that should be adhered to in 
order to acquire the most reproducible measurements. 
Our experience has shown that the following pro-
cedural steps are important when making measurements 
using a low voltage SEM with an incorporated or 
attached measurement system. 
1) Thoroughly understand the SEM and its meas-
urement system and know their limitations. 
2) If it is necessary to perform measurements on 
sensitive structures, obtain SEM and measurement sys-
tem operating parameters by examining an area adjacent 
to the measurement location which is not critically 
sensitive to e-beam damage [9, 13]. 
3) Experiment with simple structures of different 
materials and slopes to determine optimum SEM and 
measurement system operating parameters. 
4) Optimize the SEM operating parameters for 
each specimen prior to making measurements. 
5) Calibrate the SEM magnification on a National 
Institute of Standards and Technology (NIST) standard, 
such as the Standard Reference Material SRM 484 spec-
imen. Also calibrate the attached or integrated measure-
ment system using cleaved specimens with structures 
having a known periodicity. The angle of incidence of 
the SEM e-beam on the cleaved specimen surface should 
be 90 degrees. 
6) Measure a known specimen representative of 
a given process step usually referred to as an "in-house" 
or product "golden" standard prior to making measure-
ments on a similar specimen. 
7) Make sure the specimen is properly aligned 
prior to making measurements and try to obtain a sym-
metrical line intensity profile with minimum variations 
in de (base) reference level (Figures 4-5). 
8) If it is possible, try to measure the width of a 
given structure over the same length that is commensu-
rate with measurements using a high precision optical 
measurement system for comparison [55]. 
9) Perform pitch measurements and achieve mini-
mum deviation of these measurements before measuring 
individual structures. 
10) Check the line intensity profile for time 
dependent shifting, distortion, and charging when per-
forming measurements. 
11) Try to match the same profile from previous 
measurements on similar specimens. 
12) Find the minimum number of scans for each 
measurement location on a line, number of locations 
where each structure will be measured, and number of 
times each location must be measured for acceptable 
statistical results. 
13) Correlate measurements of unfractured struc-
tures at 45 degrees tilt with those taken at the cleaved 
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edges of the same structures with the specimen ~t 90 
degrees tilt, such as those shown in Table l and Figure 
16. 
14) Periodically perform precision checks on the 
measurement system and record the results to check sys-
tem performance and drift (Figure 17). 
15) Perform measurements on a stored image of 
the structure whenever possible if the limitations of the 
image processor in conjunction with the measurement 
system attached to the SEM are well known. . 
16) When performing measurements on semicon-
ductor devices to monitor fabrication processes, choose 
the measurement sites statistically, to aid in detecting the 
source of measurement variations. 
By adhering to the principles and pr~cedur~s de-
scribed above, it should be possible to obtam maximum 
precision when performing measurements with a given 
SEM measurement system. 
Conclusions 
Several operational parameters affect the perfor-
mance of an SEM and subsequently the results of an at-
tached or integrated linewidth measurement system. In 
order to optimize the parameters for precision measure-
ments various techniques have to be used. 
'Careful attention must be paid to the details in-
volved in determining the best techniques. There are 
several procedural steps which can be used to obtain the 
best performance of the measurement system. 
Measurements of unfractured structures should be 
correlated with measurements of the same structure after 
the structure has been fractured and measurements made 
at the cleaved edge with the e-beam orthogonal to the 
fractured edge of the specimen. 
Until such time that certified accurate measure-
ment standards representative of different materials and 
structures used in the semiconductor industry are availa-
ble certain techniques should be used to obtain maxi-
mu:n measurement precision. The techniques should aid 
in reducing operator dependency and decrease variations 
in measurements between different systems at all times. 
Certified standards which have been accurately 
measured and linewidth measurement systems capable of 
performing accurate measurements are needed before the 
issue of accuracy can be adequately addressed. 
In order to evaluate and compare measurement 
systems, one must allow enough time to perfori:11 all nec-
essary checks using specially selected specimens to 
thoroughly test the performance of each system. 
Additional theoretical work including modeling 
[21] is required to understand such items as ~orrelati?n 
between the line intensity profile and the physical profile 
of different structures and materials. 
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RIE 90 = After RIE, 90 degrees tilt, e-beam impinging 
on cleaved edge. 
NOTE: T = top of structure B = bottom of structure 
1.2 ~-~----.---~-~-----,-----,----, 
I.I 0 
E P. /\A 
::I.. \l' 'cAo-o~o-cr°"?"o-~ o ~'0?0-0-0-0-0 
I I I 
I I I I 
t--
1.0 I I I a I I I 
~ I I I 
w I I I 
z I I I 
...J I I 
0.9 I I 
I I 




0 10 20 30 
READINGS 
Figure 17. Measurements from a four day prec1s10n 
check of an AMRA Y Model 1500 SEM linewidth 
measurement system. 
(15) Irving SM, Lemons KE, Bobos GS. (1969). 
Gas plasma vapor etching process. U.S. Patent No. 
3,615,956. 
(16) Jenkins FA, White HE. (1957). Fundamen-
Kenneth S. Maher 
tals of Optics. McGrawHill. 261-265. 
(17) Jensen S, Hembree G, Marchiando J, Swyt 
D. ( 1981). Quantitative sub-micrometer linewidth deter-
mination using electron microscopy. In: Semiconductor 
Microlithography VI. SPIE Vol. 275, 100-108. 
(18) Johnson JB, McKay KG. (1953). Secondary 
electron emission of crystalline MgO. Phys. Rev. 91, 
582-587. 
(19) Johnson JB, McKay KG. (1953). Secondary 
electron emission from germanium. Phys. Rev. 93, 668-
672. 
(20) Joy DC. (1984). Beam interactions, contrast, 
and resolution in the SEM. J. Microsc. 136, 241-258. 
(21) Joy DC. (1986). Modelling secondary elec-
tron signals. J. Microsc. Vol. 143, Pt 2, 142-151. 
(22) Joy DC. (1986). Image modelling for SEM 
based metrology. Proc. Joint Ann. Meeting EMSA/ 
MAS. Bailey GW (ed.). San Francisco Press, 650-651. 
(23) Joy DC. (1985). Resolution in low voltage 
scanning electron microscopy. J. Microsc. Vol 140 Pt 3, 
283-292. 
(24) Joy DC. (1987). A note on charging in low-
voltage SEM. Microbeam Analysis. Bailey, GW ed. San 
Francisco Press. Box 426800, San Francisco, CA 94142-
6800, 117-118. 
(25) Kato T, Watakabe Y, Saitoh K, Morimoto H. 
(1983). Technologies for electron beam writing. Micro-
electronic Engineering 1, 69-90. 
(26) Knoll M, Ruska E. (1932). The electron 
microscope. Z. Physik 78, 318-339. 
(27) Knoll M. (1941). Deflecting action of a 
charged particle in the electric field of a secondary 
emitting cathode. Naturwissenschaften. 29, 335-336. 
(28) Knoll M. (1937). Dependence of the second-
ary electron emission of a few metals on the angle of 
incidence of the primary electron beam. Z. Physik 104, 
475-486. 
(29) Lawson JL, Price GG. (1983). Calibration 
algorithm for an electron beam metrology system. 
Microelectronic Engineering 1, 41-50. 
(30) Maher KS, Rottmann HR. (1985). SEM 
measurements in lithographic metrology. In: Micron and 
Sub micron Integrated Circuit Metrology. SPIE Vol. 565, 
160-168. 
(31) Miyoshi M, Kanoh M, Yamaji H, Okumura 
K. (1986) A precise and automatic very large scale 
integrated circuit pattern linewidth measurement method 
using a scanning electron microscope. J. Vac. Sci. 
Technol. B4, 493-499. 
(32) Neidrig H. (1978). Backscattered electrons 
as a tool for film thickness determination. Scanning 
Electron Microscopy 1978; I, 841-856. 
(33) Nyyssonen D, Postek MT. (1985). SEM-
based system for calibration of linewidth SRMs for the 
IC industry. In: Micron and Submicron Integrated 
Circuit Metrology. SPIE Vol. 565, 180-186. 
(34) Nyyssonen D, Larrabee RD. (1987). Submi-
crometer linewidth metrology in the optical microscope. 
J. Res. National Bureau of Standards 92, 187-204. 
82 
(35) Oatley CW. (1972). The interactions of elec-
trons with a solid. In: The Scanning Electron Micro-
scope. Cambridge University Press. 134-167 
(36) Paul DP. (1986) Scanning electron micro-
scope (SEM): Dimensional measurement tool. SPIE Vol. 
632, 222-232. 
(37) Pfefferkorn GE. (1973). Techniques for non-
conductive samples. Scanning Electron Microscopy 
1973, 752-757. 
(38) Pfefferkorn GE, Pfautsch M. (1972). Obser-
vations on the prevention of specimen charging. Scan-
ning Electron Microscopy, 1972, 147-152. 
(39) Postek MT, Joy DC. (1986). Microelec-
tronics dimensional metrology in the scanning electron 
microscope. Solid State Technology, Nov. 1986, 145-
150. 
(40) Postek MT, Joy DC. (1986). Microelec-
tronics dimensional metrology in the scanning electron 
microscope. Solid State Technology, Dec. 1986, 77-85. 
(41) Postek MT. (1984). Low accelerating voltage 
inspection and linewidth measurement in the scanning 
electron microscope. Scanning Electron Microscopy 
1984; III, 1065-1074. 
(42) Postek, MT, Tiberio RC. (1988). Low ac-
celerating voltage SEM magnification standard proto-
type. Proc. 46th Annual meeting of the Electron Micros-
copy Society of America. San Francisco Press. 198-199. 
(43) Postek MT, Larrabee RD, Keery WJ. (1987) 
Scanning electron microscope linewidth measurement 
standards program at the national bureau of standards. 
EMSA Bulletin 17(2), 59-64. 
( 44) Postek MT. (1989) Scanning electron micros-
cope-based metrological electron microscope system and 
new prototype scanning electron microscope magnifica-
tion standard. Scanning Microscopy 3, 1087-1099. 
(45) Postek MT, Keery WJ. (1990). Low-profile 
high efficiency microchannel-plate detector system for 
scanning electron microscopy applications. Rev. Sci 
Instrum. 61, 1648-1657. 
( 46) Rez P. ( 1983). A transport equation theory 
of beam spreading in the electron microscope. Ultra-
microscopy 12, 29-39. 
(47) Rottmann HR. (1985). Measurement, analy-
sis and control of small resist features. Electrochemical 
Society Meeting, Toronto, Ontario, Canada. Lithography 
and Patterning Abstract 213. Electrochemical Society 
Inc., 10 South Main St., Bennington, NJ 08534. (also 
available from: Dr. H.R. Rottmann, 30 Horizon Dr., 
Poughkeepsie, NY 12603). 
(48) Rottmann HR, Fierro J, Herr W, Sette T. 
(1978). Characterization of an internal image size stand-
ard. Kodak Microelectronics Seminar Proceedings, San 
Diego, Calif. 37-41. Kodak Publications No. G-49 
Standard Book No. 0-87985-226- 7 Eastman Kodak Co. 
Rocester, NY, 14650, 37-41. 
(49) Russell PE, Namae T, Shimada M, Someya 
T. (1984). Development of SEM-based dedicated IC 
metro logy system. JEOL Report TS-JEPAS-1-6. JEOL, 
Peabody, MA, 1-8. 
Low voltage SEM linewidth measurements 
(50) Schmidd R, Brunner M. (1986). Design and 
application . of a quadrapole detector for low-voltage 
scanning electron microscopy. Scanning 8, 294-299. 
(51) Seiler DG, Sulway V. (1984). Precision line-
width measurement using a scanning electron micro-
scope. In: Integrated Circuit Metrology II. SPIE Vol. 
480, 86-93. 
(52) Singer PH. (1986) Automatic SEM linewidth 
Measurement. Semiconductor International, June 1986, 
30. 
(53) Somekh S. (1976). Introduction to ion and 
plasma etching. J. Vac. Sci. Technol. 13, 1003-1007. 
(54) Spiers SS. (1987). Look through the lens for 
the best surface image. Research & Development. 92-95. 
(55) Stallard BR, Bukhman Y. (1987). Use of a 
confocal scanning laser microscope for the measurement 
of submicron critical dimensions. In: Sub micron Optical 
Metrology. SPIE Vol. 775, 60-65. 
(56) Stein R, Cummings DH, Schaper JA. (1986). 
Calibrating microscopic linewidth measurement systems. 
Semiconductor International, April 1986, I 32-136. 
(57) Tocci LR, McNutt MJ, Johnson RE. ( 1983) 
Threshold voltage shift due to low energy electrons used 
in SEM voltage contrast testing. IEEE Electron Device 
Letters. EDL-4(6), 175-177. 
(58) Valdre U, Michelini G, Sparrow TG. (1984). 
A combined specimen-holder/detector for surface and 
transmission imaging of samples in a STEM/CTEM. 
Ultramicroscopy 15, 109-118. 
(59) Wells OC. (1974). Scanning Electron 
Microscopy. McGraw-Hill. 20-31, 32-34, 37-68, 60-68, 
124. 
(60) Wells OC. (1974). ibid. 37-68, 99-102, 
185-187. 
(61) Wells OC. (1986). Reduction of edge pene-
tration effect in the scanning electron microscope. 
Scanning 8, 120-126. 
(62) (1974). Plasma etching: What it is, What it 
does. Circuits Manufacturing. 14(10), 72-76. 
(63) (1976). Dry vs. Wet, plasma etching/strip-
ping. Circuits Manufacturing. 16(4) 42-46. 
(64) (1976). Federal Standard No. 209B Amend-
ment-I 4. 
Discussion with Reviewers 
J. B. Bindell: It is not clear why one should be meas-
uring "stored images". How can one be sure that the 
conditions are reproduced in the SEM to exactly match 
those used on the stored image when it was first 
collected? 
Author: One should be measuring stored images, since 
once an image of the structure is obtained and stored, 
thee-beam can be turned off and the stored image can be 
accessed for measurements. Then the SEM linewidth 
measurement feature can process a more stable line in-
tensity profile, damage to the specimen is reduced, and 
charging of the specimen is decreased. Perhaps the term 
"buffered" should be used instead of "stored", since a 
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buffered image is collected pixel by pixel under a given 
set of SEM operating conditions and stored or buffered 
as it were under the same set of SEM operating condi-
tions. 
J.B. Bindell: How does one perform a practical deter-
mination of the emission coefficient versus primary 
electron energy in order to optimize the choice of kV 
setting? 
Author: In practice, one never really tries to determine 
the shape of the emission coefficient versus the primary 
electron energy, although this is a significant factor in 
obtaining stable line intensity profiles from the speci-
men. Normally, one finds that not only the accelerating 
voltage, but the current incident on the specimen, the tilt 
of the specimen, thee-beam scan rate and properties of 
the material are all important in controlling charging. 
Our experience has shown that the process engineer, or 
person responsible for the critical dimension measure-
ments, must spend some time in determining the proper 
SEM operating conditions for the different process levels 
and the different types of materials involved in the 
process during the fabrication of semiconductors. 
J.B. Bindell: There is a definite asymmetry in the sig-
nal displayed in Figure 5. One possibility for this is that 
as the beam jumps from one material to the next, there 
is a "charging time constant" that is in effect. Does this 
suggest that there is an optimum scanning rate or pattern 
that should be selected for precision measurements? If 
so, how does one determine it? If this asymmetry is 
caused by feature shadowing, would a different detector 
strategy be more effective than the one in use? 
Author: There is a "charging time constant" which can 
be observed by scanning at different scan rates in what 
is known as "slow scan rate". When different slow scan 
rates are used the effect becomes readily apparent on the 
SEM CRT. One can see the bright to dark regions 
change, and if it is possible to set the e-beam scanning 
in a single line scanning mode, the line intensity profile 
observed will change in shape as the specimen becomes 
charged. Since the least charging effect possible is de-
sired, faster scan rates like a TV scan rate (15,750 cps/ 
line) are used. Experimentation has to be performed us-
ing TV scan rates to determine what accelerating volt-
age, tilt, beam diameter, and specimen current produce 
the best signal to noise ratio. The asymmetry can be re-
duced by rotating the specimen or by installing a second 
detector diametrically opposed to the first detector and 
balancing the output of the two detectors as an aid to 
reduce the effect of feature shadowing. 
J.B. Bindell: When the SEM stage is tilted, there are 
geometrical distortions which are introduced (trapezoidal 
scan pattern) which could affect the results. How does 
one compensate to these potential errors? If the SEM 
makes "tilt corrections", how can the procedure be 
checked. 
Author: Geometrical distortions which introduce a trap-
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ezoidal scan pattern do not introduce potential errors 
which would be of a major concern. First one defines 
the top of the scan area (top of the image on the SEM 
CRT) as Xl, the bottom of the scan area as X2. Then, 
assuming a field size (area scanned by thee-beam) as 10 
µm and a magnification of 10,000X it can be geomet-
rically shown that the ratio of X2/X 1 at a tilt of 45 
degrees is 1.0012. At a magnification of 20,000X, field 
size of 5 µm and a tilt of 45 degrees the ratio of X2/X 1 
is 1.0006. Most critical dimensions are measured at 
even higher magnifications and therefore, the distortion 
is even less. 
J.B. Bin dell: In Figure 12, the types of distortions in-
troduced by improper processing are shown. Rather 
than doing this, can the author suggest what processing 
is correct in this application. 
Author: One approach would be to display the line in-
tensity profile and adjust the brightness and contrast of 
the SEM while observing the profile. This is done in 
order to determine the point at which the video signal is 
not being saturated causing a Joss of information. 
Differential processing of the signal might produce less 
distortion or one could use decreased frame averaging. 
J.B. Bindell: Most diffraction gratings are specified for 
an average pitch rather than for the accuracy of any par-
ticular portion of the ruled surface. Is the NRC standard 
a ruled grating? If so how many lines are averaged in 
the measurement? What magnification is used? 
Author: The author has not contacted Bausch & Lomb, 
the company that fabricated the diffraction grating used 
in the Vickers Company (Now BIO-RAD) DL3006 SEM 
used to perform some of the experiments covered in this 
paper. The measurements were averaged over three 
lines using an algorithm installed by Vickers which 
could not be modified. The calibration was performed 
at a magnification of 50,000X. As a check, the calibra-
tion procedure was performed in several areas on the 
grating as a means of averaging the results. This method 
avoided the biasing of the numbers obtained if the cali-
bration was made in only one area. 
J.B. Bindell: SEMs often introduce magnification range 
changes when the deflection amplifier is adjusted. How 
can you be sure that the magnification tracks properly as 
its magnitude is changed? What is the cause of the 
0.050 µm variation observed in Figure 11? 
Author: Some variation is due to the precision variation 
in the measurement system but some is systematic mag-
nification variation. These variations are compensated 
for by magnification calibration to see that the "magnifi-
cation tracks properly". Further, improvement in signal 
detection can be used as a means of improving the SEM 
linewidth measurement system precision. 
J.B. Bindell: The recommended frequency of calibra-
tion for SEMs is somewhat arbitrary. Can the author 
suggest a guideline for an adequate quality assurance 
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(QA) program including prec1s10n requirements of the 
various VLSI technologies as well as the day to day 
instrument variations that may be expected? 
Author: Normally, on a production line, each system is 
calibrated each day using an "in-house" standard whose 
surface has been coated with a conductive coating to im-
prove the signal to noise ratio. The precision of these 
measurements is tracked and once the precision exceeds 
an acceptable value (10-30 nm) then the measurement 
system is calibrated before each set of measurements on 
a wafer but the magnification calibration is checked on 
a daily basis. 
J.B. Bindell: How does one check for the presence of 
vibration which might interfere with the measurement, 
especially on the more automated instruments? 
Author: Most, if not all, of the SEM linewidth meas-
urement systems have a manual mode of operation which 
allows a slow scan mode of operation. During the slow 
scan mode of operation, the magnification of the SEM is 
increased and a visual check is made on the image of the 
SEM CRT. If there is vibration present, the left and 
right sides of the image will appear jagged so as to pre-
sent a vertical sawtooth when one views the left and 
right edges of the image. This effect has been observed 
on some SEM linewidth measurement systems that are 
situated on a production line at magnifications as low as 
25,000X. 
S.H. Moll: The effect of beam voltage and specimen tilt 
in controlling charging is covered well in the paper. 
However, the path(s) scanned by the beam usually cross 
a number of different materials, usually of varying 
thickness, such as resist, oxide, etc., in the same field 
of view, i.e., when performing a measurement. In this 
case, it is found that there may not be an optimum, spe-
cific, beam voltage and in addition, both the incident 
current and beam scanning rate will also affect charging 
and the attainment of stable video signal profiles. Can 
the author comment on selecting optimum current levels 
and scan rates? 
Author: Normally, the faster the scan rate the lesser 
the charge induced in the specimen. Ideally, one would 
like to be able to incrementally vary the scan rate while 
viewing the line intensity profile to obtain the best signal 
to noise ratio and the most symmetrical profile. How-
ever, since most SEM linewidth measurement systems 
usually only have three, maybe four slow scan rates, say 
30, 60, 120, or maybe 200 seconds a frame, and a TV 
scan rate, one is limited in the choices of scan rates. 
Therefore, the TV scan rate is usually the one chosen 
and the accelerating voltage and tilt are varied while a 
check is made of the probe current to obtain the best sig-
nal to noise ratio and contrast level. One can check the 
appearance of a given structure at say 30,000X and see 
if the structure appears dark or very light as the acceler-
ating voltage and tilt is varied. Usually, between the 
points at which a structure appears to go from dark to 
light one will find the optimum tilt and accelerating volt-
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age for the most symmetrical line intensity profile. At 
this point the probe current is measured and recorded for 
future use. 
S.H. Moll: The author suggests that the precision of the 
CD measurement capability of the SEM should be tested 
by performing repeated measurements, over significant 
periods of time, in the "same location". It has been cor-
rectly reported that contamination (hydrocarbon poly-
merization) will build up in the area scanned. This layer 
will produce changes in width measurements over time, 
lines will "grow" and trenches will "shrink". Pitch 
measurements may or may not change depending upon 
the edge detection algorithm employed. How is this 
slowly changing, systematic, effect treated when evaluat-
ing system reproducibility when the same area has been 
scanned many times a day over periods as long as a 
month? 
Author: The problem of lines that "grow" and trenches 
that "shrink" due to scanning the same areas many times 
is reduced by cleaving several specimens and using half 
of the specimen for the calibration of optical systems. 
The optical system measurements are correlated with the 
SEM measurements. Both the SEM and the optical sys-
tems are monitored for their precision. A correlation 
factor is generated to check how the measurements are 
varying around a nominal value. In addition, more than 
one SEM linewidth measurement system is employed so 
that there is a check of one system against another. Fur-
ther the half of a given specimen which has been used to 
calibrate an optical system may be removed and remeas-
ured on the SEM suspected of precision drifting. 
S.H. Moll: The author comments (Figure 8) that the 
"raster pattern" left by the electron beam is hydrocarbon 
polymerization, and indeed this is one possibility. How-
ever, is it not true that these residual patterns are also 
often stored charge which produce changes in the SE 
emission? 
Author: It is true that the residual patterns are also 
often stored charge which produces changes in the SE 
emission. A check can be made as to whether hydrocar-
bon polymerization has taken place by removal of the 
specimen and reinserting the specimen at a later date. 
If, the darkened area that appeared initially when the 
area was scanned does not appear the second time the 
same area is scanned then it becomes apparent that the 
darkened area was due to a charging effect. If, the dark-
ened area is still evident then this is usually due to hy-
drocarbon polymerization. 
S.H. Moll: If a true polymerized hydrocarbon layer is 
pinned to the surface, how does this affect subsequent 
processing steps as etching, sputtering etc.? 
Author: Normally, most CD measurements are made 
after resist development and post-reactive ion etching 
(Post-RIB) and in an area adjacent to the device area to 
prevent damage to the devices. However, there is usu-
ally a pre-deposition, PostRIE cleaning process to 
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remove foreign material and the wafers are inspected to 
see that they are contaminant free. This procedure is 
especially true of wafers that have been subjected to 
measurement in the SEM. Further, the SEM linewidth 
measurement systems used in production have a beam 
blanking control that turns the beam off when the stage 
is moved from one measurement area to another. If po-
lymerized hydrocarbon remains on the surface of the 
device there will be an adhesion problem which will 
show up later in the process. 
M. T. Postek: What effects in measurement precision 
have you observed relative to variations in wall angle 
between the "standard" product type sample and the 
actual in-line product? 
Author: The author has observed very little, if any, dif-
ference in measurements when the wall angle is in the 85 
to 90 degree range. Below 85 to 80 degrees the va-
riation in measurement is within the range of the preci-
sion of the normal SEM linewidth measurement system. 
However, the author has not experimented with the 
effect on precision when the wall angle is less than 80 
degrees. 
M. T. Postek: Many of the semiconductors wafer pro-
duction lines are using quite large wafers such as 6 or 8 
inches (and larger in the future). What have you ob-
served relative to the wafer flatness and its effect on 
precision of the SEM measurements? 
Author: The author has not observed any adverse effect 
on measurement precision due to wafer flatness. This is 
probably due to the fact that the wafer specifications for 
flatness is well within the limits of the SEM. depth of 
focus and measurements are not performed unless the 
SEM is well focused. 
M. T. Postek: With all of the caveats you have de-
scribed considered, is fully automated SEM wafer 
inspection possible? 
Author: The author has been very involved in SEM me-
trology and at the present time, structures at certain 
steps in the process are being measured fully automati-
cally on certain SEM linewidth measurement systems. 
Also, fully automatic inspections using an optical system 
to locate defects and record the x-y coordinates is being 
performed on semiconductor device fabrication lines. 
Then the SEM uses these x-y coordinates to perform 
X-ray analysis measurements, and generating micro-
graphs at high magnification in an automatic mode of 
operation. If the semiconductor industry is willing to 
accept the time required for video processing of the 
SEM images at high magnification in order to detect 
defects that are in the micrometer and sub-micrometer 
range, then fully automated SEM wafer inspection 
systems are a definite possibility. 
M. T. Postek: The collection field used by the Everhart/ 
Thornley-type secondary electron detector can be af-
fected by many factors, such as, proximity of the pole-
Kenneth S. Maher 
piece, stage components etc., all which can affect the 
video waveform. You are advocating doing everything 
you can to obtain a symmetric video waveform (I agree 
that a symmetric waveform is important) but, have you 
investigated if the waveform changes in symmetry as the 
stage drives across the wafer due to variations in collec-
tion field efficiency? 
Author: The author has not investigated if the wave-
form changes in symmetry due to variations in collection 
field efficiency. Normally, the only variation has been 
due to a structure being misaligned with respect to other 
structures. Additionally the structure may be out of fo-
cus due to the flatness of the wafer being out of specifi-
cation. Each wafer is thoroughly pre-aligned in the 
SEM at a magnification of 3,000-5,000X before meas-
urements are performed and consequently only misalign-
ed structures present a line intensity profile symmetry 
problem. 
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